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ABSTRACT. Objective. To develop an algorithm that corrects 
pulmonary artery pressure signals of ventilated patients for the 
respiration artifact. The algorithm should test the validity of 
the pulmonary pressure signal and differentiate between the 
cyclic respiration artifact and true measurement artifacts. 
Methods. The shape of each pulmonary pressure beat is 
described by eight characteristic features, including mean pres- 
sure value and the systolic and diastolic timing and pressure 
values. The features are corrected for the respiration artifact by 
fitting them in a least-squares sense on the first and second 
harmonics of the ventilator frequency. The corrected features 
are used by a signal validation algorithm, which adds a validity 
flag to each pressure beat. The validation algorithm rejects 
pressure beats with sudden changes in their shape but adapts 
itself when the changes persist. Results. The performance of 
the correction and validation technique was evaluated using 
pulmonary artery pressure signals of 30 patients who were 
scheduled for open heart surgery. The algorithm correctly 
recognized as invalid data those pressure signals disturbed by 
coagulation, surgical manipulations, or flushes of the pressure 
line. The algorithm marked on average 77 + 11% of the 
pulmonary pressure beats as valid. Conclusions. The valida- 
tion algorithm marked sufficient pressure beats as valid to 
update a trend display every 5 sec. The correction algorithm 
enabled the validation algorithm to differentiate between true 
measurement artifacts and the respiration artifact. 
KEY WORDS. Algorithm: signal processing, data recording, me- 
chanical ventilation, pulmonary pressure. 
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The reliability of  information provided by monitor ing 
equipment is vital for the treatment of  the critical care 
patient. The aspect of  signal reliability has gained even 
more importance with the introduction of  closed-loop 
systems in a clinical environment [1, 2]. Artifact rejection 
algorithms ensure that closed-loop systems do not re- 
spond to any non-physiological change in the measured 
input signal. 
Arterial blood pressure is the most frequently used 
feedback signal [3-5] in a clinical setting. Blood pressure 
signals can be distorted by air bubbles or blood clotting 
in the pressure line, electromagnetic nterference with 
the coagulation equipment, surgical interventions, move-  
ment of  the patient, blood sampling, and flushing of  the 
pressure line. Under physiological circumstances the 
shape of  an arterial pressure beat does not change drasti- 
cally, thus detection of  artifacts is possible using pattern 
recognition to detect and reject those pressure beats that 
differ sufficiently f rom previous beats. 
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Fig 1. The shape of a pulmonary pressure beat is described by eight 
characteristic features. MPAP is the average pressure between two 
successive systoles. 
The validation of pulmonary artery pressure signals is 
more complicated than the validation of systemic arterial 
pressure signals because the former are changed by the 
respiration artifact. We developed a filtering technique 
that corrects characteristic features of pulmonary pres- 
sure beats for the respiration artifact during mechanical 
ventilation. The corrected features are used to test the 
validity of each pulmonary pressure beat on a beat-to- 
beat basis. As a possible application of the algorithm we 
designed a 5 sec trend display of the validated average 
pulmonary pressure. 
ALGORITHM 
The algorithm can be separated into three parts: the first 
part of the algorithm detects each beat in the pulmonary 
artery pressure signal and extracts characteristics features; 
the second part corrects these characteristic features for 
the respiration artifact; and the last part validates each 
pulmonary pressure beat using the corrected features. 
Extraction of features from the pulmonary pressure signal 
The first part of the algorithm detects pressure beats in 
the pulmonary pressure signal. The digitized pressure 
signal is passed through a lowpass third-order Butter- 
worth filter with its cut-off requency at 10 Hertz. This 
filter provides a smooth pressure signal and does not 
significantly suppress ystolic pressure values. Local min- 
ima and maxima in the pressure signal are detected when 
its first-order time-derivative crosses zero. At each max- 
imum an upstroke pressure is calculated as the difference 
between the current maximum and the last minimum. A 
new systole is detected if the upstroke pressure is larger 
than 80% of the moving average of previous systolic 
upstroke pressures. 
We defined eigh t characteristic features to describe the 
shape of a pulmonary pressure beat (Figure 1). A beat is 
defined between two systoles since each new beat is 
detected at its systole. The more commonly used time 
period between two consecutive diastoles can, however, 
be derived from the timing features of two successive 
periods. Mean pulmonary artery pressure (MPAP) is the 
average pressure value between two consecutive systoles. 
Systolic and diastolic pressure s follow from the maxi- 
mum and minimum of the systolic upstroke. Up slope 
and down slope pressures are derived from the diastolic 
pressure of the current period and the systolic pressures 
of the previous and the current periods. The period time 
is the time between two consecutive systoles and the fall 
time is the time difference between the start of the period 
and the diastole of that period, dP/dtmax is found by 
continuously updating it during the systolic upstroke 
with each dP/dt larger than the current dP/dtmax. 
Filtering of pressure beats 
The features derived from pulmonary pressure beats how 
a strong fluctuation with the ventilator signal. Mechan- 
ical ventilation causes fluctuations in intra-thoracic pres- 
sures, which influence the venous return, the filling of 
the atria, and the impedance of the pulmonary vascular 
bed [6]. As a consequence, both offset and pulse pressure 
of the pulmonary artery pressure signal fluctuate during 
ventilation. The features hould be corrected for this 
fluctuation to enable distinction between the respiration 
artifact and true measurement artifacts. Averaging of the 
features will not work since this will also filter out 
measurement artifacts. The periodic property of the 
respiration artifact in ventilated patients can be used to 
describe a feature y by a DC term plus a sine with m 
higher harmonics and an unknown phase shift, 
m 
a0 y(tn) = ~ + Z(ak  cos(a;kt,) + bk sin(~kt,)) + eft,) 
k=l 
(i) 
where a; = 27rf and e(tn) is a random noise process. The 
ventilator frequency f can either be read from the ven- 
tilator or extracted from the fluctuations in the pulmo- 
nary pressure signal. The variables a0, ak, and bk are 
allowed to vary slowly in time to reflect changes in the 
patient's condition. 
Rather than estimating all parameters simultaneously, 
ao/2 is determined using a lowpass filter and then ak and 
Hoeksel et al: Correction for Respiration Artifact 399 
bk are determined using a least-squares fitting procedure. 
The lowpass filter is implemented as the integral over 
one ventilator period divided by the period time of one 
ventilator cycle, 
ao_ 1 ft,, y(r)dr (2) 
2 T Jt.-r 
where T = 1If. Integral (2) is solved numerically using 
linear interpolations. The ventilator frequency is calcu- 
lated counting the number of positive zero-crossings of 
the lowpass filtered MPAP feature with the MPAP 
feature itself [7]. 
Preliminary results indicated that for the estimation of 
ak and bk in (1) only the first 2 harmonics (i.e. rn = 2) 
would suffice. Given ao/2 from (2), the parameters ak 
and bk can be found by minimizing the cost function 
J(O,t,) £ A~-k [y(tk) -a°  O(tk)'r¢(tk)] 2 = ~- -  
k=l 
(3) 
where 
¢(tn) = [sin(a;tn) cos(c0tn) sin(2c0t.) cos(2cot,)] T 
O(t,) = [a,(t.)bl(t.) a2(t.) b2(t.)] w 
(4) 
(s) 
The weighing factor A n-k depends on a forgetting factor 
A and is added to allow the algorithm to track changes in 
the true parameter vector 0t. In this way the effect of 
previous measurements on the cost functionJ(O,t,) de- 
cays exponentially. The recursive stimation of the pa- 
rameter vector 0 that minimizes the cost function J(0, t,) 
is given by Ljung [8] as 
O(t,) ---- O(tn-1) + L(tn)[y(tn) -- cT(tn)O(tn-1)] (6) 
L(t.) = P(t,,)(o(tn) (7) 
1 [P(t,-1) P(t"-l)¢(t")¢(t')TP(tn-i) 
P(tn) = ~ - k + Cr(t,)P(t,_l)¢(t~) (8) 
The convergence of the parameter vector 0 towards the 
true parameter vector 0t will depend on the statistical 
properties of the noise process e(t~) [8]. The estimation of 
Or using (6), (7) and (8) can be reduced to 4 separate 
estimations of a l, b 1, a2 and b2, since sine and cosine are 
orthogonal functions, thus eliminating the computation- 
al efforts of manipulating 4 x 4 matrices. 
The forgetting factor A of the least-square fitting 
algorithm determines the weight that is given to passed 
measurements in the cost function (3). A value of k that 
is too high will give a high weight to passed measure- 
ments making the convergence of 0 towards 0 t slow, 
whereas a value of A that is too low will make the 
estimations noise-sensitive. The final choice of A is given 
by this balance between tractability and noise-sensitivity. 
Model simulations using a known set of parameters ak 
and bk corrupted by white noise were used to obtain an 
optimal choice of A. Based on these simulation studies a 
value of 0.95 was chosen for A. 
The estimated parameters ak and bk can be used to 
calculate the pulmonary features corrected for the modu- 
lation by the ventilator as 
2 
y(t.) - ~-~(akcos(cokt,) + bksin(aaktn) ) (9) 
k=l 
The features yMPAP, Ysys, Ydias and YdP/dt are corrected 
using (9). The corrected features of y,p and yaowu are 
calculated from the corrected features of Ysys and ydias. 
The timing features of a beat Ype~iod and Yfau are mini- 
mally modulated by the ventilator signal and do not 
require correction for the respiration artifact. 
Determination of end-expiratory feature values 
In the ventilated patient, one is also interested in the end- 
expiratory pressure values since here the condition of 
stable airway pressure is most likely to be met. Standard 
monitoring equipment approximates these end-expira- 
tory values using a weighted filtering technique, which 
favours end-expiratory values over non end-expiratory 
values [9]. End-expiratory values are identified by ana- 
lyzing the beat-to-beat difference, assuming that the 
MPAP is relatively stable at end-expiration and relatively 
unstable lsewhere [9,10]. Using the previously described 
estimation technique, however, the function describing 
the respiration artifact is known at all times and can be 
used to calculated the end-expiratory values with each 
new pulmonary pressure beat. 
Validation of pulmonary pressure 
The corrected features of a beat are used to add a validity 
flag to that beat. All pressure beats with their corrected 
features within an acceptable range are used to update a 
moving average model of each feature using 
Ymoclet(tn) = Ymodel(tn-1) * 0.9 + y(tn) * 0.1 
The acceptable range is defined as the absolute mininum 
and maximum values of each feature (Table 1). The factor 
0.9 is chosen so that changes are tracked in time without 
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Table 1. The initially used validation boundaries, the acceptable range 
of each feature, and the validation boundaries as determined after 
evaluating the results of all 30 patients. The validation boundaries are 
the maximally allowed deviations of each feature from the correspond- 
ingfeature of the beat model 
Initial Acceptable Validation 
validation range boundaries 
boundaries 
MPAP, mmHg 2 2-60 1.10 
Sys, mmHg 2 5-70 1.85 
Dias, mmHg 2 1-50 1.50 
Up pulse, mmHg 3 3-30 1.95 
Down pulse, mmHg 3 3-30 2.13 
dP/dtmax mmHg sec -1 100 25-500 23.8 
Period time, msec 120 20-200 140 
Fall time, msec 120 15-180 140 
tracking the ventilatory disturbances. The beat model 
now stores the history of the previous feature values. A 
beat is considered valid if its feature values are within the 
acceptable range and if they do not deviate too strongly 
from the previous feature values. In this way, a pressure 
beat with a sudden change in its shape will be rejected 
because it deviates from the beat model, whereas the beat 
model will slowly converge towards a new state if the 
change in shape is permanent. The maximally allowed 
deviation of the feature values from the beat model will 
be referred to as the validation boundaries. Initial estimates 
of the validation boundaries were used because no prior 
knowledge of the beat-to-beat difference was available 
(Table 1). Both the acceptable range and the initial 
estimates of the validation bounderaries were chosen 
after interviewing an experienced clinician and analyz- 
ing results of a pilot study. 
EVALUATION OF PERFORMANCE 
The performance of the proposed filtering and valida- 
tion technique was evaluated using data from 30 patients 
scheduled for cardiac surgery. Informed patient consent 
was obtained the evening before surgery. The pulmonary 
artery pressure signal was obtained using a pressure trans- 
nz ducer (Uniflow , Baxter) connected to a 7 F Swan-Ga 
pulmonary catheter, which was introduced prior to 
surgery via the right jugular vein. The analog pressure 
signal was taken from the operating room monitoring 
system's (Ml168A Component Monitoring System, HP) 
pressure modules (M1006A, HP), which had a built-in 
lowpass filter at a frequency of 12.5 Hertz. The algo- 
rithms were implemented on an IBM-AT-compatible 
personal computer. The analog pressure signal was im- 
Table 2. Results of the correction algorithm in 30patients. Shown are 
the estimated amplitudes of the first and second harmonics and the 
corrections necessary to calculate the end-expiratory values from the 
corrected features. All values are mean 4- SD 
Amplitude Amplitude Corrections re- 
first second quired to obtain 
harmonic harmonic end-expiratory 
values 
MPAP, mmHg 1.89 -4- 0.54 0.55 4- 0.19 1.66 -}- 0.45 
Sys, mmHg 1.86 -4- 0.63 0.72 4- 0.21 1.81 4- 0.54 
Dias, mmHg 2.21 4- 0.65 0.72 + 0.22 1.92-4- 0.51 
dP/dt, 
mmHg sec -1 10.9 4- 4.1 5.8 ± 2.4 1.9 4- 0.5 
ported at a sampling rate of 100 cycles sec -1 using an 
analog-to-digital convertor (DAS1600, Keithley Metra- 
byte) with an accuracy of 12 bits for 500 mmHg. Pro- 
gramming was done in Turbo Pascal v.7.0 (Borland 
Pascal, Scotts Valley, CA). We designed a trend display 
that was updated every 5 sec with the averaged MPAP 
feature. A 5-sec epoch was considered valid if at least 2 
periods were found to be valid. 
During the surgical procedure the pulmonary artery 
pressure waveform and the 5 sec trend display were 
observed by an experienced clinician who made notes of 
all relevant events. The validation algorithm correctly 
recognized pressure signals disturbed by coagulation, 
surgical manipulations, or flushes of the pressure line as 
invalid data and did not mark any 5 sec interval incor- 
rectly as valid data. However, the system did mark 
successive 5 sec episodes as invalid when the signal was 
judged valid by the clinician. This occurred only during 
atrial fibrillation; here the validation boundaries of the 
timing features were chosen too small. A representative 
example of the performance of the filtering algorithm 
during a stepwise change in ventilatory frequency is 
shown in Figure 2. 
All feature values of each beat were stored on hard-disk 
for off-line analysis. For all patients the average ampli- 
tudes of the first and second harmonic of each feature 
were calculated as v/a 2 + b 2 and ~22 + b 2 (Table 2). 
Also shown in Table 2 are the average values that were 
subtracted from each corrected feature to obtain its end- 
expiratory value. The average deviations of the feature 
values from the beat model have been calculated for all 
30 patients and are given in Table 3. 
The percentage of valid periods, when the validation 
boundaries were chosen at n times the average deviations 
found in these 30 patients, was calculated for n ranging 
from 0.5 to 5 (Figure 3). In general, the chance.that 
invalid data is incorrectly identified as valid increases for 
values of n that are too large, whereas for values of n that 
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Fig 2. The performance ofthe correction algorithm for the MPAP feature during a step-wise change in ventilator f equency. The top panel shows 
the fluctuation of the MPAP feature with the ventilatory frequency. The middle panels how the MPAP feature corrected for the respiration artifact 
and the amplitudes of the first (AMPL1) and second (AMPL2) harmonics as estimated by the algorithm. The lower panel shows the estimated 
ventilator f equency (FREQ), which is increased step-wise from I2 to 15 breaths rain -I at the arrow. It takes almost 3 rain before the new ventilator 
frequency has been identified. During this period of time correction isnot possible. 
are too low, insufficient periods will be marked as valid. 
With this dualism and the intended application (a closed- 
loop system) in our minds, we have chosen the valida- 
tion bounderies for n as 2.5. With these new validation 
boundaries (Table 1) 77 -4- 11% (mean + SD) of the 
periods were found to be valid, while 85 + 13% of the 5 
sec periods were valid. We also investigated whether the 
percentage of valid periods is biased on ventilator cycle. 
The ventilatory phase was extracted from the first har- 
monic of the MPAP feature. The percentage of valid 
valid 
periods 
100% 
0% I I I I I 
n 
Fig 3. The percentage ofvatid periods when the validation boundaries 
are varied over n times (from 0.5 till 5 in steps of O.5) the average 
deviations from the beat model as found in 30patients. 
periods was calculated for eight different intervals in the 
ventilatory cycle (Figure 4). 
DISCUSSION 
The proposed algorithm provided asimple way to correct 
characteristic features of pulmonary pressure beats for 
the cyclic respiration artifact. We chose not to correct he 
pulmonary pressure waveform because this would re- 
quire a time-consuming filtering technique. Pulmonary 
pressure beats were validated by comparing their cor- 
rected features with the averaged features of the previous 
pressure beats. The validation boundaries could be chosen 
sufficiently small because the noise caused by the respira- 
tion artifact had been reduced by the filtering algorithm 
(Table 3). The algorithm identified asufficient percentage 
of pressure beats as valid to update a trend display every 
5 sec, while correctly recognizing pressure signals dis- 
turbed by coagulation, surgical manipulations, or flushes 
of the pressure line as invalid data. 
The proposed filtering algorithm can be seen as a 
sharp bandstop filter around the ventilator frequency 
and its higher harmonics. The sharpness of this bandstop 
filter is mainly determined by the forgetting factor A of 
the least-squares fitting algorithm, which allows the 
parameters ak and bk to create a time-varying phase and, 
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Table 3. Reduction in the difference between the features of a beat and 
the corresponding features of the beat model, when the non-corrected 
and the corrected features of that beat are used. The average improve- 
ment is expressed as (I -Zlyc/Zly)lO0% , where Ay is the difference 
using the non-corrected and Ayc is the difference using the corrected 
feature 
Features Corrected Average 
features improve- 
ment 
A MPAP, mmHg 1.39 + 0.33 0.44 + 0.13 68% 
A sys, mmHg 1.56 4- 0.43 0.74 + 0.25 53% 
A dias, mmHg 1.68 + 0.41 0.60 4- 0.17 64% 
A dP/dt, mmHg sec -1 13.2 4- 4.9 9.5 4- 3.9 28% 
A up, mmHg 1.30 + 0.42 0.78 4- 0.31 40% 
A down, mmHg 1.36 4- 0.41 0.85 4- 0.30 38% 
A period, mse c 54.8 4- 24.2 - - 
A fall, msec 56.5 + 22.1 - - 
ampl 
valid 
periods 
100% 
0% 1111 
0 
phase 
Ill 
(rad) 
1 
2ri 
Fig 4. The percentage ofvalid periods as a function of the phase in the 
ventilator cycle. The current phase of the ventilator cycle was extracted 
using the first harmonic of the MPAP feature. The top panel schemati- 
cally shows this harmonic, the lower panel shows the percentage of 
valid periods in each phase. The validation boundaries, which were 
determined after analyzing the results of all 30 patients (Table 1), 
were used. 
thus, a frequency shift related to the first-order time- 
derivative of this phase. The algorithm should not be 
mistaken for an ordinary bandstop filter, because a fea- 
ture will only be corrected for the respiration artifact 
when it is consistently present in the pulmonary pressure 
signal; no correction will be made when the cyclic 
ventilator signal is not clearly present in the pulmonary 
pressure signal. In an alternative implementation, the 
time required for the algorithm to find the ventilator 
frequency in the pulmonary pressure signal (Figure 2), 
can be eliminated by reading it directly from the ven- 
tilator. 
We validated pulmonary pressure beats by analyzing 
the fluctuations in eight characteristic features. Neural 
networks have been proposed to validate the shape of 
pressure signals [11,12]. Their disadvantages are that on- 
line learning is required and that their inference process 
is not as transparent. Online model identification [13] 
and spectral density estimation [14] have also been sug- 
gested for the analysis of the shape of pressure wave- 
forms. Using these techniques, detection of invalid meas- 
urements will, however, be delayed because multiple 
pressure samples need to be evaluated before a change in 
the pressure waveform becomes apparent. 
The proposed correction and validation algorithm 
may have several applications. It can be used to calculate 
end-expiratory values with each new pressure beat. The 
validity flag set by the algorithm can be used to filter out 
measurement artifacts in long-time trend recordings and 
can thus assist in the automated processing of pressure 
recordings. The corrected pulmonary features provide a 
smoother trend recording compared with algorithms that 
average pulmonary features over a fixed period of time. 
Finally, the validated pulmonary pressure can be used as 
a feedback signal in a closed-loop system where an 
artifact-free signal is crucial. 
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